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Salemi, Charles (DPH); Saunders, Della (DPH); Gagnon, Kenneth (POL); Glazer, Lisa 
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Vallaro, Guy (POL) 

Quality Improvement 


Effective immediately, MSP would like to end the practice of running multiples without blanks between vials. This will 
apply to GC/MS and GC runs. Thank you for your anticipated cooperation. 

Peter Piro 

GC/MS Laboratory Supervisor I 
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